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Abstract: Stimulated emission depletion (STED) microscopy is able to image fluorescence
labeled samples with nanometer scale resolution. STED microscopy is typically a point-scanning
method, limited by the high intensity requirement of the depletion beam. With the development
of high peak power lasers, two dimensional parallel STED microscopy has been developed.
Here, we develop the theoretical basis for extending STED microscopy to three dimensional
imaging in parallel. This method uses structured illumination (SI) to generates a three dimensional
depletion pattern. Compared to the two dimensional parallel STED microscopy, the 3D SI-STED
microscopy generates intensity modulation along the light propagation direction without requiring
higher laser power. This method not only achieves axial super-resolution of STED microscopy
but also greatly reduces photobleaching and photodamage for 3D volumetric imaging.
© 2018 Optical Society of America under the terms of the OSA Open Access Publishing Agreement
OCIS codes: (100.6640) Superresolution; (180.6900) Three-dimensional microscopy; (110.6880) Three-dimensional
image acquisition; (180.2520) Fluorescence microscopy.
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1. Introduction
Super-resolution microscopy is able to image fluorescence labeled samples with nanometer scale
resolution. The key of super-resolution microscopy is breaking the diffraction limit by different
techniques [1–4]. One class of techniques is based on spatial modulation of the excitation beams,
including Stimulated Emission Depletion (STED) microscopy [1] and Structure Illumination
Microscopy (SIM) [2]. STED microscopy first excites fluorescence molecules in a diffraction
limited spot, then applies a donut-shape depletion beam in another wavelength to "turn-off" the
fluorescence in the surrounding areas of the excited spot via stimulated depletion. The center area
of the excited spot emits fluorescence via spontaneous emission. Typically, STED microscopy is
a point-scanning method [1], because of the limited power of lasers for depletion. The higher
intensity the depletion beam has, the higher resolution STED microscopy can reach [5]. However,
the point-scanning method limits the imaging speed of STED microscopy. The imaging speed
is not limited by the scanner speed [6, 7] but by the exposure time per pixel to get a good
signal-to-noise ratio (SNR) image. As higher power lasers are available, two dimensional parallel
STED microscopy has been realized [8–10] extending on a similar prior work using Reversible
Saturable Optical Linear Fluorescence Transitions (RESOFT) mechanism [11]. The donut-shape
spot matrix is generated by structured illumination in the parallel 2D STED microscopy [9].
2D STED microscopy overlaps two incoherent fringe patterns in the orthogonal directions to
generate a grid in the focal plane. This grid allows 2D fast imaging of thin samples, however, this
approach has no depth sectioning ability for thick samples. The 2D grid pattern cannot deplete
the widefield excitation beam in axial direction. At the same time, the 2D grid pattern propagating
outside of the focal plane causes photobleaching of samples.
Different from point-scanning STED microscopy, SIM is a widefield super-resolution system
that is much faster than point-scanning microscopy [2]. A sinusoidal structured illumination
(SI) at spatial frequency k0 results in generating two copies of the object centered at ±k0 on the
Fourier plane. This displacement allows higher spatial frequencies of the object passing through
the objective aperture that acts as a low pass filter. Placing k0 near the bandwidth limit of the
objective can broaden the passband by approximately two [2]. However, the object information
from the three copies, at spatial frequencies 0 and ±k0, are mixed. Unmixing requires taking
multiple images with SI at different phases. To achieve even higher resolution, saturated structured
illumination microscopy (SSIM) [12] has also been developed. When the excitation intensity is
so high that the fluorophore molecules are saturated, the emission pattern becomes nonlinear,
which contains higher frequencies components than sinusoidal waves in SIM. However, both
SIM and SSIM require complicated image reconstruction process.
Here, we combine the approaches of STED and SIM to enable "simultaneous" three-dimensional
super-resolution imaging over a volume. The 3D grid pattern is generated by interference of
five coherent beams. In order to achieve comparable performance of the donut-shape beam
generated by a vortex phase plate in the point-scanning case, the dark node of the SI should
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satisfy two conditions: (1) the minimum intensity of the dark node is much less than the intensity
of the bright node [5]; (2) the shape of the dark node is approximately circular symmetric.
The pattern scans in 3D by shifting the relative phases of the five beams on the Fourier plane.
This method modulates the out of focus light to form SI along the propagation direction. This
modulation increases the axial resolution and reduces the photobleaching at the same time, while
keeping the depletion power requirement of 3D SI-STED microscopy the same as that of 2D
STED microscopy. In addition, the common path interference design is more robust to external
environmental perturbations than the non-common path design.
2. Methods
2.1. Three dimensional structure illumination by five beams interference
Multiple beams interference has been used to generate 3D structured illumination (SI) [13].
However, three beams interference can only generate SI in one radial direction and axial direction
rather than all three dimensions [13]. To get symmetric radial super-resolution, the former
method rotates the pattern in at least three sequential orientations [13]. Here, we explore coherent
interference of five beams, resulting in a 3D grid pattern.
The system diagram is shown in Fig. 1(a). The laser to generate depletion pattern is at 775
nm wavelength. The laser power required for 3D STED is the same as 2D STED assuming
minimal sample absorbance. The typically required average power is 2.2 W at 1 MHz repetition
rate [9]. The laser beam is collimated by L1 and L2. The collimated beam is diffracted into 5
beams by a diffractive optical element (DOE). In the Fourier plane of the DOE, the phase of
each beam is modulated by a spatial light modulator (SLM), which leads to interference pattern
shifting in the image plane. The widefield excitation beam is generated by a 635 nm laser diode.
A high-NA objective lens (Leica Apo 100x/1.44 Oil) is used in the simulation. To apply SI to
STED microscopy, the minimum intensity and the symmetry of the dark node are important.
Varying the relative intensity between the center beam and the periphery beams can change the
contrast of the interference pattern. When the intensity of the center beam is 2.7 times of the
periphery beams, both linear polarization and circular polarization are able to generate dark
center (Imin/Imax < 10−5), defined as "zero intensity" (Fig. 1(b)).
The diffraction theory shows spatial resolution is proportional to the numerical aperture (NA)
of the objective [14]. In super-resolution microscopy, we normally choose a high-NA objective to
achieve high resolution. We calculated the five beams coherent interference based on the vector
Debye theory [15]. If the five beams are all circular polarized, the electric fields of each beam
near the specimen plane are (ignoring the same temporal factor for each beam):

E1 = A1(x xˆ + iyyˆ) exp
[
i(kz zzˆ + α1))
]
E2 = A2(cos θx xˆ + iyyˆ + sin θzzˆ) exp
[
i(kx sin θx xˆ + kz cos θzzˆ + α2))
]
E3 = A3(cos θx xˆ + iyyˆ − sin θzzˆ) exp
[
i(−kx sin θx xˆ + kz cos θzzˆ + α3))
]
E4 = A4(x xˆ + i cos θyyˆ + i sin θzzˆ) exp
[
i(ky sin θyyˆ + kz cos θzzˆ + α4))
]
E5 = A5(x xˆ + i cos θyyˆ − i sin θzzˆ) exp
[
i(−ky sin θyyˆ + kz cos θzzˆ + α5))
]
.
(1)
If the five beams are linear polarized at 45◦ angle to x axis, the electric fields of each beam are:
E1 = A1(x xˆ + yyˆ) exp
[
i(kz zzˆ + α1))
]
E2 = A2(cos θx xˆ + yyˆ + sin θzzˆ) exp
[
i(kx sin θx xˆ + kz cos θzzˆ + α2))
]
E3 = A3(cos θx xˆ + yyˆ − sin θzzˆ) exp
[
i(−kx sin θx xˆ + kz cos θzzˆ + α3))
]
E4 = A4(x xˆ + cos θyyˆ + sin θzzˆ) exp
[
i(ky sin θyyˆ + kz cos θzzˆ + α4))
]
E5 = A5(x xˆ + cos θyyˆ − sin θzzˆ) exp
[
i(−ky sin θyyˆ + kz cos θzzˆ + α5))
]
.
(2)
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Fig. 1. (A) The diagram of the 3D SI-STED microscopy. The 635 nm excitation beam
generates widefield illumination on the image plane. The 775 nm depletion beam generates
3D SI on the image plane by phase modulation on the Fourier plane using spatial light
modulator (SLM). (B) The minimum intensity of SI becomes zero (in the center of dark
nodes) when the center beam is 2.7 times brighter than the other four beams. (C) The diagram
shows confined fluorescence signals are generated after widefield excitation and SI depletion.
In Eq. (1) and Eq. (2), Ai is the amplitude of each beam, (x, y, z) is the coordinate in the image
domain, (xˆ, yˆ, zˆ) is the unit vector, (kx, ky, kz) is the wave vector, θ is the angle of numerical
aperture shown in Fig. 1, αi is the relative phase of each beam. The sum of these five electric
fields is the interference field in the image domain, which is a 3D grid pattern.
The coherent interference pattern of the five beams is described in Eq. (3) that shows the
circular polarized case (Eq. (2)). For linear polarized beam, the result is similar but our simulation
focuses on circular polarized case in this paper. According to Eq. (3), there are 17 independent
Fourier components of the interference pattern:
I =A21 + A
2
2 + A
2
3 + A
2
4 + A
2
5
+ A1A2 cos
[
kx sin θx + kz(cos θ − 1)z + α2 − α1
](cos θ + 1)
+ A1A3 cos
[
kx sin θx − kz(cos θ − 1)z − α3 + α1
](1 − cos θ)
+ A1A4 cos
[
ky sin θy + kz(cos θ − 1)z + α4 − α1
](cos θ + 1)
+ A1A5 cos
[
ky sin θy − kz(cos θ − 1)z − α5 + α1
](1 − cos θ)
+ 2A2A3 cos(2kx sin θx + α2 − α3) sin2 θ
+ 2A4A5 cos(2ky sin θy + α4 − α5) sin2 θ
+ A2A4
[
2 cos θ cos(kx sin θx − ky sin θy + α2 − α4)
]
+ A2A4
[
sin2 θ sin(kx sin θx − ky sin θy + α2 − α4)
]
− A3A5
[
2 cos θ cos(kx sin θx − ky sin θy + α5 − α3)
]
− A3A5
[
sin2 θ sin(kx sin θx − ky sin θy + α5 − α3)
]
+ A2A5 sin(kx sin θx + ky sin θy + α2 − α5) sin2 θ
− A3A4 sin(kx sin θx + ky sin θy + α4 − α3) sin2 θ.
(3)
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(B) (C)Widefield MTF SI frequency conponents SI MTF(A)
Fig. 2. The coherent interference of five beams fills the "missing cone" of widefield
illumination. (A) MTF of widefield illumination that shows the "missing cone" in Fourier
domain. (B) Frequency components of five beams coherent interference. Different colors are
used for identify different frequency components. (C) MTF of SI that has no "missing cone".
In the Fourier domain, the coherent interference of these five beams generates 17 spatial
frequency components (Fig. 2(b)). Without the interference pattern, widefield microscopy has a
finite support in kz of the frequency domain, other than kz = 0 point, the frequency components
are zeros [13, 15] (Fig. 2(a)). The interference pattern can fill the "missing cone" by convolution
of these two modulation transfer functions (MTF) (Fig. 2(c)). To reconstruct all frequency
components, at least 17 independent intermediate images are required for SIM. For SI-STED
microscopy, because the efficient excitation pattern is much sharper than sinusoidal pattern,
it requires more intermediate images depending on the depletion power (see Results). Each
intermediate image is a snapshot of structured illuminated sample with phase shifting ∆αi on
the Fourier plane, which equivalently shifting the locations of the illumination pattern in image
plane. After collecting all intermediate images and reconstructing the image (section 2.3), the
reconstructed MTF is the convolution of widefield MTF and SI MTF (Fig. 2). Compared to three
beams intereference [13], the five beams interference in our work intrinsically forms symmetric
patterns in 3D without any rotation of samples.
2.2. SI-STED depletion process
Previous works of STED microscopy [9] has derived the equations governing fluorescence
stimulated depletion process in parallel STED microscopy. The interference angle is the same as
numerical aperture angle. We modified the equation to calculate the full width half maximum
(FWHM) of the super-resolution spot is:
d =
λSTED
2NA
· 1√
4 + (pi/2)2 · Imax
Isat
· sinω
sin θ
, (4)
where Imax is the maximum intensity of the standing wave for depletion and Isat is the saturation
intensity of the fluorophore. ω is the equivalent interference angle for structured illumination
pattern. Increasing Imax leads to higher spatial resolution (Fig. 3).
2.3. Parallel scanning and image reconstruction
To scan the whole field of view (FOV), we shifted the relative phase of the five beams on the
Fourier plane. Each phase shifting generates an intermediate image for later reconstruction. For
example, shifting the phase of the 2nd beam by ∆α2 = +α and the phase of 3rd beam by ∆α3 = −α
moves the illumination pattern in the horizontal direction. Similarly, relative phase shifting of the
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Fig. 3. The PSF of effective emission spot under different depletion power. s = Imax/Isat.
The widefield PSF is corresponding to s = 0.
4th beam by ∆α4 = +α and 5th beam by ∆α5 = −α moves the pattern in the vertical direction.
Shifting the phase of center beam (1st beam) leads to axial scanning (Fig. 1).
We reconstructed the super-resolution image from the intermediate images. For SIM technique,
the illumination pattern can be described as sinusoidal wave with a few orders of Fourier
components (say m order). In this case, the number of intermediate images required for
reconstruction is 2m + 1 [17]. This calculation is based on the assumption that the illumination
pattern is sinusoidal wave. However, the effective emission region of SI-STED microscopy
contains much higher orders of spatial frequency components. The spatial frequency content
is not only related to the illumination pattern period but also related to the depletion power.
Thus, the number of intermediate images for reconstruction cannot be estimated simply from the
pattern period (see Section 3.2 for details). Thus, we decompose the effective emission region of
SI-STED microscopy by a series of impulse function rather than sinusoidal waves [17].
The reconstructed image I ′(r) can be expressed as a sum of intermediate images recorded at a
set of translation shifting vectors r′ modified by the corresponding weighting function f (r, r′).
In each step, we recorded one intermediate image I(r, r′). The weighting function is an impulse
function, that is, f (r, r′) = δ(r − nT − r′), where T is the period of SI in the direction of r. Thus,
the reconstructed image is
I ′(r) =
∑
r′
f (r, r′)I(r, r′) =
∑
r′
δ(r − nT − r′)I(r, r′). (5)
3. Results
3.1. Structure illumination by different polarized beams
First, we evaluated the dark node intensity and symmetry of the illumination pattern. For a beam
with linear polarized angle α, the polarization matrix is
(cosα
sinα
)
; for circular polarized beam,
the polarization matrix is 1√
2
(1
i
)
(Fig. 4). We normalized the total input power, that is, the sum
of the five beams intensity is one. Circular polarized beams are able to generate symmetric
interferometric patterns (Fig. 4(b)), whereas the dark area of linear polarized beams interference
is asymmetric (Fig. 4(a)). Noticed the curvature of the dark area along the pi/4 diagonal (Fig.
4(a), red dot plot) is much smaller than that along the 3pi/4 diagonal. This asymmetry of dark
area results in the asymmetry of the depletion effect, furthermore leading to asymmetric super-
resolution PSF. Thus, it is significant to have circular polarized beams in SI-STED microscopy.
This conclusion is consistent with point-scanning STED microscopy, in which only circular
polarized beam and other central symmetric polarized beam can generate symmetric donut-shape
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AB
Fig. 4. Depletion patterns and effective emission regions of SI-STEDmicroscopy (Imax/Isat =
10) (A) by pi/4 linear polarized beams and (B) by circular polarized beams. Linear polarized
beams generate asymmetric depletion pattern, while circular polarized beams generate
symmetric depletion pattern. Both cases use uniform widefield illumination as excitation
beam.
spot after the vortex phase plate [18, 19].
3.2. SI-STED reconstruction
The reconstruction process follows the algorithm in section 2.3. The comparison of widefield
microscopy and SI-STED microscopy after reconstruction shows in Fig. 5. Under our simulation
conditions, the lateral resolution of widefield microscopy is 346.7 nm, and the axial resolution is
649.6 nm. After the reconstruction, the SI-STED microscopy reaches 59.9 nm lateral resolution
and 163.2 nm axial resolution that are 6-fold and 4-fold narrower than the widefield microscopy
respectively. The MTF of SI-STED microscopy is broader correspondingly. For parallel STED
microscopy, the depletion energy per dark node is about 1 nJ in the previous work [9], and
the period of structured illumination is 374 nm. Thus, the power density of each dark node
as depletion beam is about 1.5 MW/cm2, which is lower than the typical power density used
for single point-scanning STED microscopy. The power is limited by the laser total power and
the thermal damage threshold of biological sample. Because each bright node in the structured
illumination pattern shared by multiple unit cells, paralleled STED microscopy has higher power
efficiency than single point-scanning STEDmicroscopy [9]. Each bright node in the 3D structured
illumination pattern is shared by 6 unit cells rather than 4 unit cells in the 2D case. Thus, 3D
parallel STED microscopy has higher power efficiency than 2D parallel STED microscopy. The
lateral period of 3D structured illumination is 473.9 nm (Fig. 4), therefore the power per unit
cell is 3.36 mW under the same power density as 2D case. The laser has 2.2 µJ output power
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Fig. 5. The PSF comparison of (A) widefield microscopy and (B) SI-STED microscopy
in 3D volume view. The cross-section comparison of (C) lateral PSF (D) axial PSF. The
comparison of (E) lateral MTF and (F) axial MTF of widefield microscopy and SI-STED
microscopy.
at 1 MHz repetition rate. Thus, the maximum number of dark nodes in one plane is 654 that
corresponds to 12µm × 12µm field of view.
As showed in Fig. 2, the SI generated by five beams coherent interference fills the "missing cone"
in kz of widefield microscopy. Next, we looked further into the 3D MTF of SI-STED microscopy.
Point-scanning STED microscopy fills the "missing cone" based on confocal technique, so the
axial resolution is the same of regular confocal microscopy. For SI-STED microscopy, the axial
sectioning ability is from the 3D interferometric pattern (Fig. 2). We compared the 3D MTF of
widefield and SI-STED microscopy (Fig. 6). SI-STED MTF is broadened than widefield MTF in
both kz and kx direction. Thus, SI-STED microscopy not only has axial sectioning ability but
also has better axial resolution than point scanning STED microscopy.
As we discussed in Section 2.3, the number of intermediate images for reconstruction relate
to both pattern period and intensity. After the simulation, we can calculate the scanning speed
according to the results in Fig. 4(b) and Fig. 5. The scanning within a plane is along the diagonal
direction of the array because of the dark center positions. The SI pattern period is 473.9 nm in
lateral direction and 661.6 nm in axial direction. The PSF of SI-STED microscopy is 59.9 nm in
lateral direction and 163.2 nm in axial direction. According to Nyquist theorem, the minimum
number of total steps to scan a 3D volume are (473.9/59.9 × 2)2 × (661.6/163.2 × 2)2 ≈ 2030.
Assuming dwell time of STED in each scanning step is about 100 µs [9], the imaging speed of
the volume is about 10µs × 2030 = 203ms. Thus, the SI-STED microscopy theoretically can
reach 3D super-resolution at 5 Hz volume rate.
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Fig. 6. The MTF of (A) widefield microscopy and (B) SI-STED microscopy in kx − kz plane.
Each figure is normalized to its peak value. Noticed the MTF of SI-STED microscopy is
broadened in kz , which fills the "missing cone" and has axial sectioning ability.
4. Conclusion
We demonstrate the design of SI-STED microscopy that achieves 3D high-throughput super-
resolution imaging. The 3D SI-STED depletion pattern generated by five beams interference costs
the same laser power as the 2D parallel STED microscopy, but the axial resolution is improved
seven times breaking the diffraction limit. The technique is sensitive to polarization of the beam.
Circular polarized beam can generate symmetric depletion patterns. The reason for axial section
ability is filling the "missing-cone" of the frequency domain by structured illumination, and the
nonlinear depletion process of STED microscopy further broadens the MTF. Thus, SI-STED
microscopy can achieve 3D super-resolution. At the same time, SI depletion beam of STED
microscopy improves the imaging speed by parallelization. It can reach 5 Hz volumetric imaging
rate in theory. SI-STED microscopy potentially can be used for large volume super-resolution
imaging of biological samples.
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